NAME_____________________________________ DATE_________________ UNIT________________________

Point of Care Testing: UA Dipstick 

Point of Care Testing and Data Entry Competency Assessment Form
Section I: Prerequisites


I have reviewed the procedure in the handout "Lab Menu Options".


______________________________________________
__________________________


Signature
Date

Section II: Competency Assessment Criteria; Point of Care Testing: UA Dipstick 


DOES
DOES NOT

A.
1.
Confirm order for UA dipstick date and time




2.
Gather equipment.  (Chemstrip vial, watch, gloves.).  Check expiration date on vial.




3.
Identify patient and obtain urine specimen.

 


4.
Briefly (no longer than 1 second) dip Chemstrip in urine, assuring that all reagent pads are totally immersed.  Remove excess urine by drawing edge of strip along rim of urine specimen container.




5.
For convenience, read results in one to two minutes by direct visual comparison with color scale printed on vial label. 




6.
Document results as required



B.
Prepare for POCT data entry into RPMS


1.
Log on to RPMS




2.
Enter LOE (lab order entry)




3.
Select POC




4.
Enter patient name




5.
Enter your ward/location




6.
Enter  Provider name



7. Select laboratory test: POC



Choose #5 POC UA Dipstick




8.
Yes//  - Use “Enter” key




9.
Enter  Date/Time




10.
POC Urine Glucose// Enter results




11.
POC Urine Protein, Screen// Enter results



 
12.
Return - Use “Enter” key




13.
Return - Use “Enter” key




14.
Comment:  Enter initials of person who did test, If not you




15.
Comment: Select (E’C’ or W)    Please use “Enter” key 




16.
Enter your 3 initials, using capital letters




17.
Confirm data is correct.  If data is not correct call Lab immediately (ext. 1200) to make changes




PASS
RETEST

Observed by: ____________________________________
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